Abstract: The impact of target bidirectional reflectance in dual field of view spectroscopy was described and quantified using field measurements and ray-tracing simulations. A data-driven normalization method was developed to convert reflectance factors under cloud obscured conditions into clear sky reflectance by decomposing the target bidirectional reflectance into an isotropic target-specific component and a group-specific bidirectional component. An evaluation on tree, grass and gravel targets suggests a reduction in relative reflectance error obtained by normalization from 15% to less than 5% between 400 and 1800 nm. At higher wavelengths a decreased signal-to-noise ratio increases the errors.
Introduction
During the last decades, field spectroscopy has become an established technique for characterizing reflectance of surfaces in situ, for supporting calibration of airborne and satellite sensors (vicarious calibration) and for providing a means of up-scaling data from small surfaces such as leaves, branches and stones to composite scenes such as canopies and ultimately to pixels [1] . The comparably small footprint of spectroradiometers combined with their high spectral resolution enables a precise characterization of an object's reflectance, without signal deterioration due to atmospheric interactions of the reflected radiance. This higher detail comes at the expense of significantly larger efforts required to establish field datasets. Since single field of view reflectance spectroscopy is based on taking the ratio of sequentially measured target radiance to whitepanel radiance, stable illumination conditions are imperative, which can only be guaranteed under cloudless conditions [2, 3] . Unfortunately, occurrence of such necessary conditions for many regions in the world is subject to seasonality and the dominant sky type may include various amounts of cloud cover (the fraction of the sky hemisphere covered by clouds) and cloud obscuration (the optical depth of the cloud layer obscuring the solar disk and the surrounding corona). Even at visually optimal conditions, measurements can still be deteriorated due to optically thin cirrus clouds passing before the sun disk [4] . While single date dataset collections may permit waiting for optimal conditions, the establishment of time series does not offer such flexibility. In single field of view spectroscopy, often (linear) interpolations are made of the target radiance before and after a set of target scans to account for smoothly varying irradiance such as that due to varying solar zenith angle at clear sky conditions [5] . This interpolation technique, however, can hardly be applied to account for the typically rapid, unpredictable and nonlinear changes in irradiance caused by cloud obscuration. To alleviate these restrictions, dual field of view (DFOV) methods have been designed that rely on the simultaneous measurement of reference and target providing more precise field spectra than results collected using a single-beam mode [3] . Different DFOV implementations have been developed, either by implementing into a single instrument an oscillating shutter or mirror to interleave signals from target and reference or by simultaneously triggering scans of two individual instruments [6] . In both designs, the reference measurement may be either the radiance of a reference panel (bi-conical) or the irradiance obtained by a cosine receptor (cos-conical). For dual instrument designs, intercalibration functions (ICF) are implemented to account for differences in spectral response of both sensors. Research by [6] demonstrated that ICFs depend on the irradiance spectrum and are therefore best established under field conditions approximating those of the target measurements. The significant additional expense of a second spectroradiometer for DFOV measurements has lead to the development of techniques for estimating the irradiance spectrum by only sampling a limited number of fixed wavelength bands using a much simpler filter-based radiometer [5, 7] .
Although DFOV techniques can successfully overcome errors caused by varying irradiance, cloud obscuration also causes an increase in incident light scattering. As a consequence, the diffuse to direct ratio of incident light as well as the angular distribution of diffuse light will be altered. The impact of this phenomenon may be limited for light and invisible cirrus clouds under which circumstances DFOV spectroscopy is commonly applied. For obscurations by optically thicker cloud types such as cumulus and stratus clouds, the irradiance distribution will be significantly altered, causing a different sampling of the target's bidirectional reflectance distribution function (BRDF) and consequently different values of measured reflectance (hereafter named reflectance factor) for most surfaces [8, 9] . Most structured earth surfaces are known to exhibit different amounts of backscatter (soil, vegetation) and/or forward scattering (water bodies). Moreover, also the non-Lambertian behavior of commonly used reference panels such as Spectralon material (Labsphere Inc.) has been well investigated [10, 11, 12] . When taking the ra-tio of target radiance to reference radiance to obtain re?ectance factors, target and reference panel BRDF effects may either compensate or reinforce each other. A cos-conical configuration can suffer from analogous issues as many commercially available cosine diffusers are based on spectroradiometer foreoptics exhibiting a sub-optimal cosine response [13] . An additional restriction in DFOV under severely obscured conditions is the reduced irradiance resulting in a reduced signal-to-noise ratio (SNR) of the measurements.
The objectives of this research are:
• to gain better insights in the mechanisms in which different levels of cloud obscuration affect DFOV spectroscopy. More specifically, the focus will be put on the effects of decreased irradiance (noise level) and target/whitepanel BRDF.
• to evaluate whether, for measurement series over similar targets, the target BRDF can be decomposed into an isotropic target-specific component and a group-specific bidirectional component.
• to use this decomposition for developing a data-driven normalization procedure for converting, by means of an initial dataset obtained from a representative target, measured reflectance factors into reproducible reflectance measures, independent of cloud obscuration.
The theoretical background section presents the processing of DFOV measurements and the calculation of SNR using error propagation theory. Expressions for quantifying BRDF effects are derived and a normalization procedure is developed. Evaluation of BRDF effects and the normalization procedure relies on both reference data obtained over Citrus canopy, grass sod and gravel targets with DFOV spectroscopy and on hyperspectral ray-tracing data.
Theoretical Background
In the first section, the use of instrument intercalibration is discussed. Subsequently, three major effects of cloud obscuration on incident light are considered: (i) the decrease in the total amount of transmitted irradiance due to scattering and absorption by cloud particles, (ii) an increase in the fraction of diffuse light due to a higher amount of scattering and (iii) a different angular distribution of the diffuse light. Finally, a normalization procedure for the second and third effect is developed. Table 1 lists a description of the radiometric symbols and units used in this work. For a complete description, we refer to standard works in remote sensing such as [14] . 
Overview of Radiometric Units

Processing of Dual Field of View Measurements
In DFOV spectroscopy, measurements are made with two identical instruments, one measuring the radiance of a reference whitepanel (L ref ) which is used as a surrogate for total incident irradiance [15] , and the other measuring the target's radiance (L tar ). The resulting absolute reflectance factor (ρ tar ) after correcting for the reference panel reflectance (ρ ref ) is:
in which λ represents the wavelength (nm). Generally, both instruments are not completely identical and measure slight differences in radiance due to small errors in calibration or small waveband shifts. Without correction, the resulting spectra can exhibit significant noise levels and therefore intercalibration functions are often applied [6, 16] . Instrument intercalibration is obtained by measuring the radiance with both instruments of a constant intercalibration surface (L ic ) illuminated with a stable light source. The reflectance factor is then multiplied with an wavelength specific intercalibration term, IC (λ) , that equals the ratio of both instruments measured radiances. Although in this form, the intercalibration appears as a constant spectrum, its value depends on the shape of the irradiance spectrum [6] . Intercalibration functions are thus best established under illumination conditions approximating those under which the field measurements are collected. To reduce notational complexity, intercalibration is omitted in subsequent formulations, although it is consistently applied when processing real measurements.
Impact of Cloud Obscuration on Signal Noise
Spectroradiometers exhibit different sensitivities along the wavelength spectrum they are designed to measure. Measurement noise is commonly expressed as noise equivalent radiance (N ER) and is measured as the standard deviation in radiance of a sufficiently large number of 1 s scans over a target illuminated with a perfectly stable light source [2] . For a given measured radiance of a target L tar , the signal to noise ratio (SNR) in radiance units can be expressed as:
with T being the scan time in seconds, expressing a decrease in noise level according to the square root law (of sample size). Since the property of interest is target reflectance, the SNR of the reflectance factor can be expressed using the standard error rule of a ratio: (3) with SN R W P,rad as the signal-to-noise ratio of the whitepanel measured with the same illumination. Equation 3 can be used to estimate SNR of an intended measurement series if approximations of the irradiance spectrum and target reflectance are available.
BRDF Effects Caused by Illumination Conditions
This section discusses the impact of cloud cover on the fraction of diffuse irradiance and the angular distribution of diffuse light. Differences in cloud cover during a measurement series will cause a different sampling of the target's BRDF and result in different measured reflectance values. In addition, the nonLambertian BRDF of whitepanels should be taken into account [16] . Both statements can be explained by expressing target and reference surface radiance as functions of the direct and diffuse irradiance components. For isotropic surfaces, where the BRDF only depends on the relative difference between viewing (ϕ v ) and illumination azimuths (ϕ i ), the radiance of a target can be expressed as:
with θ i and θ v the illumination and viewing zenith angles, f tar the BRDF of the target surface, E dir the direct (projected) irradiance and L dif the angular distribution of the diffuse irradiance (skylight) under specific illumination conditions (i). Note that BRDF (f ) and reflectance factor (ρ) are related by a constant, i. 
in which γ dir is the fraction of direct irradiance on a horizontal surface and w (θ |i) expresses the distribution of diffuse irradiance under specific illumination conditions (i) as a weighting function. This expression no longer depends on absolute (radiometric) measures of light flux. Different (polynomial) expressions exist to describe the BRDF of Spectralon material [10, 17, 18] that is commonly used as the reference surface, so we assume f ref to be known. Its impact on reflectance factors measured under obscured conditions is discussed in Section 4.3. The other parameters are harder to determine since they depend on the BRDF shape of the (unknown) target and on the specific illumination conditions at the time of measurement.
All variables also depend on wavelength. For f tar and f ref this is inherent to the BRDF itself. γ dir depends on the amount of scattering by air and cloud particles and therefore increases with increasing wavelength (Rayleigh scattering) while water absorption regions also impact its magnitude [19] . Wavelength dependencies of γ dir and the weight function (w) are discussed in Section 4.2.
Normalization Factor for Dual-Beam BRDF Effects
In this section a normalization strategy is developed to convert the measurements from a dataset with different levels of cloud obscuration to quasi clear sky reflectance. The normalization is data-driven without the requirement of additional data on atmospheric conditions or reference or target BRDF shape and relies on the similarity in BRDF shape of similarly structured targets. The term "quasi clear sky" (QCS) will be used for prevailing partly cloudy conditions with no clouds obscuring the solar disk or the surrounding corona, i.e., the CIE white-blue sky with distinct solar corona (type V.4) [20] . "Clear sky" (CS) then refers to a cloudless sky as defined in the CIE Standard Clear Sky (type IV.4). The similarity between both sky types, with respect to the normalization procedure, is discussed in Section 4.2.
The function f tar in Equations 4 and 5 describes the target bidirectional reflectance under different illumination conditions and is the key factor in obtaining QCS reflectance factors. When no multiangular observations are available, f tar cannot be derived from field spectroscopy data. Prior knowledge or assumptions are thus required. This is achieved by decomposing f tar for an arbitrary viewing and illumination geometry into the product of (i) a target specific reflectance factor,ρ tar (λ) independent of viewing and illumination geometry and (ii) a bidirectional component,
by the general structure of the target type and describing the relative shape of the BRDF. The shape of κ tar as a function of viewing and illumination angles should thus be approximately equal for different targets of the same type. The decomposition described here is thus based on the same principle as the kernel-driven MODIS Albedo product for sparse angular sampling [21] . For nadir viewing, it allows the retrieval ofρ tar (λ) from Equation 5 During a short measurement series with constant solar elevation under partly cloudy conditions over a constant target, variations in cloud obscuration (COD) are considered to be the dominant atmospheric parameter influencing the angular distribution of incident light (w) and the fraction of direct incident light (γ dir ). Short-term (hourly) variations in other atmospheric parameters such as atmospheric haze (expressed as atmosphere optical depth or AOD) are not considered here. Research by [22] indicates that although diurnal fluctuations in AOD can be considerable, hourly fluctuations are smooth (as opposed to sudden changes in COD) and limited in magnitude. From Equation 5 can now be derived that the ratio of two reflectances obtained form the same target, one measured with a certain level of cloud obscuration (COD = x) and the other with a (quasi) clear sky (QCS or COD = 0), is no longer a function (g) of the target specific reflectance factorρ tar . This ratio only depends on the bidirectional shape parameters (κ ref and κ tar ) and illumination conditions (θ i ,γ dir and w):
The function g, for specified values of θ i , κ tar and κ ref , can be experimentally determined (e.g., using quadratic regression) for each wavelength (λ) using only reflectance factors obtained over a constant target for a range of COD values (see Figure 5 for examples).
For practical DFOV applications however, it is preferred to reformulate g as a function of incident radiance (L) or irradiance (E) quantities that, unlike γ dir or w, are automatically measured by the spectroradiometer making the reference measurements. Simulations with atmospheric radiative transfer models (see also Section 4.2) demonstrate that, with increasing levels (x) of COD, the total irradiance (E 
The technique described here is analogous to empirical relationships established to derive atmospheric properties such as turbidity and clear sky index from relative total irradiance [23] . As an easier alternative, measurements may be discretized into a "quasi clear sky set" containing scans with no obscuration and an "obscured sky set" containing scans with full obscuration (high values of COD), turning g into a constant spectrum. Once determined for a single target, g can be applied as a normalization factor (nf ) to convert reflectance factors of other targets with a similar structure (e.g., trees of the same species, stand and age class) measured under cloud obscuration (but equal solar elevation angle) into QCS reflectance (ρ QCS tar ). As a consequence, the proposed normalization procedure does not require a full characterization of the target BRDF nor a full description of κ tar , but rather of a group of targets by a nf derived under equal illumination conditions. This nf may be obtained at the start of a field dataset collection by fixing the target spectroradiometer over a representative target such as a tree crown or a part of a grass sod, and simultaneously measuring reflectance factors and spectral irradiance under varying levels of clouds for approximately 15 to 30 minutes. Porting an established nf to different measurement days is possible as long as illumination conditions, such as cloud type and solar elevation, are almost equal.
Materials and Methods
Field Measurements
Five hyperspectral field datasets were collected in Leuven, Belgium (50°52'N, 4°42'E) over three different targets: a grass sod (Lolium perenne L.) on a loamy soil, potted Citrus trees placed on a loamy soil and gravel. Solar zenith angles (SZA) during measurement time range between 36°and 63°. Yearly minimal and maximal SZA at solar noon at the measurement site are 27°and 74°. All datasets were collected under a partly cloudy sky (CIE types IV.2, IV.3 and IV.4) with different levels of cumulus clouds as such that each set contains several clouds obscuring the solar disk. The length of each series was restricted to approximately 40 minutes to minimize effects in impact of changing solar elevation. Table 2 summarizes the measurement conditions, including the approximate range of total irradiance. Total irradiance was estimated by converting the measured whitepanel radiance into irradiance. Two independent dataset (different trees of equal cultivar, age and phenology) were obtained for Citrus under comparable illumination conditions. The first is intended for derivation of the normalization factor (nf ) while the second set is intended to test the normalization procedure. Field measurements were made with two Spectra-Vista HR-1024 spectroradiometers with spectral resolutions of 3.5 nm between 350 and 1,000 nm, 8.5 nm between 1,000 and 1,850 nm and 6.5 nm between 1,850 and 2,500 nm. A reference instrument with a 4°FOV fore-optic was mounted on a tripod over a Spectralon whitepanel placed 0.5 m below the sensor lens. The second target instrument with a 25°FOV fore-optic was mounted on a second tripod at 1.7 m height for measurements of the grass sod and gravel surfaces. For the tree canopies, the instrument was attached with a fixture onto a scaffold at 3.5 m height. The larger spot size of the 25°FOV fore-optic, approximately 0.08 m² at 1.5 m distance [24] , assures a more representative sampling of ground targets while the 4°FOV fore-optic assures a correct focusing on the center of the whitepanel. Per series between 30 and 50 scans were made, each of 10 s length with varying levels of obscuration and overall sky cloud cover. Both instruments were manually triggered to start measuring at exactly the same time (less than 0.1 s time difference). During a measurement series, the sensor gain of each instrument was automatically determined at the start of each individual scan. This assured optimal signal-to-noise ratios at the light intensity level of each individual scan. Measurements where light intensity substantially increased during the scan time resulted in saturation effects in the detectors and those saturated spectra were filtered during data preprocessing. All spectra were collected in radiance mode (W m
nm). For each measurement set, intermediate intercalibration scans were made with both instruments measuring a level Spectralon whitepanel to obtain an ICF under field conditions as suggested by [6] .
Ray Tracing Simulations
Three different virtual targets were constructed: gravel surface, grass sods and Citrus sinensis L. (Osbeck) trees. For each target, measurements were simulated in a ray tracing environment for different solar elevations and atmospheric conditions. The ray tracer, PBRT, is a physically based ray tracer [25] adapted for hyperspectral radiative transfer simulations and validated with the RAMI Online Model Checker [26] . Measurements were simulated from 400 nm to 2,500 nm in 10 nm increments. Per simulation, 250,000 random rays were cast, which guarantees a relative error in reflectance below 0.4% for all wavelengths [27] . Simulations were set up to approximate (but not to equal) field conditions with similar targets, atmospheric conditions and sensors. Since the aim of the simulations was a theoretical analysis of BRDF effects with DFOV sensors for various conditions and targets, no attempt was made to obtain an exact calibration for the specific measurement settings.
A virtual 25°field of view camera was positioned at 5 m height for the tree simulations (3 m above the top-of-canopy) and at 3 m height for the sod and gravel targets. The gravel surface was simulated as a simple flat surface using the Hapke-Jacquemoud soil BRDF model [28] and bidirectional coefficients for pebble surfaces (h = 0.09, b 0 = 1.11, c 0 = 0.53, b 1 = 0.33, c 1 = −0.11). The single scattering albedo was obtained by inversion of reflectance spectra collected with a Spectra-Vista HR-1024 spectroradiometer.
The grass sod was simulated as randomly placed disks with a 0.01 m radius, an elevation between 0 and 0.1 m and an erectophile leaf angle distribution as defined in [29] . Grass leaf reflectance and transmittance were simulated as Lambertian surfaces with spectra (Phleum sp.) obtained from the LOPEX dataset [30] .
The Citrus tree structures were calibrated on ten Citrus trees in a commercial orchard in Wellington, South-Africa [31] . The calibration procedure is described in [27] . Citrus stem reflectance was Lambertian and leaf reflectance and transmittance were calibrated on measured spectra with the Bousquet microfacets model [32] . The ten calibrated trees used in the simulations comprise a set with large variations in both tree canopy structure (e.g., LAI at tree level ranges from 3.2 to 11) and leaf reflectance (e.g., average leaf chlorophyll content per tree from 47 to 89 µg cm −2 ). The underlying soil, identical for each tree, was simulated as a moist loamy soil (coefficients h = 0.09, b 0 = 1.11, c 0 = 0.64, b 1 = 0.18, c 1 = −0.05) using the Hapke-Jacquemoud BRDF model. An identical inversion procedure on measured spectra was used to obtain the single scattering albedo of a loamy soil (Alfisol). Total direct and diffuse irradiance as well as the angular distribution of diffuse irradiance were simulated with the SBDart atmospheric model [33] for wavelengths from 400 to 2,500 nm (per 10 nm) at an angular resolution of 2°and subsequently implemented as direct and hemispherical (diffuse) light sources in pbrt. Simulations were made for solar zenith angles of 20, 30, 40, 50 and 60°and for ten levels of cloud optical depth (COD) between 0 and 100 at logarithmic increments. Cloud height (4,000 m), cloud thickness (400 m), aerosol optical depth (0.3) and atmospheric water vapor (2.5 g cm −2 ) and ozone (0.3 g cm −2 ) concentrations were fixed at typical values for mid-latitude atmospheric conditions. Cloud cover was simulated as a uniformly overcast sky. In all simulations, the effect of the reference panel BRDF was included using a fourth order polynomial approximation of the panel BRDF as established by [18] .
Results and Discussion
In the first set of simulations, the impact of the reduced irradiance (signal strength) due to cloud obscuration on the measured SNR is discussed. Subsequently, ray-tracing simulations combined with atmospheric radiative transfer models are used to reproduce BRDF effects of different targets for varying illumination conditions. Results are compared to field collected datasets and recommendations are formulated for optimal measurement conditions. In the last step, the normalization procedure is evaluated on synthetic and real measurements.
Impact of Cloud Cover on the Signal-to-Noise Ratio
To assess the impact of cloud cover on signal quality, the NER of both spectroradiometers was determined using 20 consecutive 1 s scans. SNR in spectral radiance units (W m
nm) was obtained from Equation 2 using measured radiance of a grass sod target for a 10 s scan time (T ). Obtained results agree with manufacturer provided instrument specifications. SNRs were calculated for four different illumination conditions consisting of combinations of low (36°) and high (63°) solar zeniths with obscured and non-obscured conditions. Analogously, SNR for the instrument measuring the reference panel were obtained for the same measurement conditions. Both values were combined into the SNR of reflectance (Equation 3) as illustrated in Figure 1 , from 350 to 2,500 nm. Although these results are specific for the combination of instrument type, target and illumination conditions being used, it allows to make some general inferences. Due to a low instrument NER in combination with high spectral irradiance, the SNR in the 450-900 nm region is at least one order of magnitude larger than in the higher wavelengths, even for the vegetative target that has a low reflectance in the visible part of the spectrum (VIS, 400-700 nm). For the unfavorable combination of a low zenith angle and obscured illumination, the SNR in this region still exceeds 100. The usability of the 1,000-1,800 nm region is heavily impacted by both solar elevation and cloud thickness. The SNR drops below 10 above 2,000 nm in the case of cloud obscuration. DFOV spectroscopy applied under cloud obscured conditions will thus require longer measurement times or a larger number of scans from the same target to achieve equal SNR levels as compared to clear sky conditions. Alternatively broader spectral regions around the atmospheric water absorption regions or even the entire 1,800-2,500 nm region may need to be excluded from analysis. This analysis indicates that DFOV time series can be established even with low illumination conditions for the monitoring of chlorosis-related stresses such as nitrogen deficiencies that show up in the VIS spectrum [34] and canopy structure changes that are most pronounced in the near-infrared (NIR) [35] . Monitoring of changes that appear in the short-wave infrared (SWIR) may on the other hand be restricted. Further reductions in noise levels under prevailing atmospheric conditions can be obtained by applying advanced noise filtering techniques [36] . Figure 2 shows fractions of direct irradiance (γ dir ) simulated with the atmospheric radiative transfer model SBDart for some typical mid-latitude illumination conditions and different levels of cloud optical depth (COD). For overcast skies (COD ≥ 5, black dotted line at the bottom) almost all the light is diffuse so that γ dir is equal or close to zero for all wavelengths. and wavelengths (right figure). As a reference on the left figure, the weight function is plotted of a hypothetical isotropic distribution that takes the shape of a half sine curve (grey dotted line). Large differences exist between the different weight functions, demonstrating the importance of accounting for angular distributions of diffuse light to obtain good quality normalizations of BRDF effects in DFOV spectroscopy. To increase optical depths, the weight function first concentrates around the solar disk (COD = 0.5) and for higher values (COD > 5) it converges into a fixed distribution, with a maximum weight around the 40°sky zenith angle (grey dashed line). Different simulations confirm that for COD = 100, the weight function becomes largely independent of wavelength with the exception of the higher SWIR wavelengths (R² between weight functions at different wavelength > 0.99 from 350 to 1,340 nm and from 1,520 to 1,790 nm), solar zenith angle (R² between 10°and 80°> 0.99) and aerosol optical depth. The CS weight functions (right figure) have more articulated maxima for increasing wavelengths due to more atmospheric Rayleigh scattering in addition to the Mie scattering by clouds. The right figure in addition shows the weight functions derived for the CIE white blue sky and clear sky types as defined in [20] at a 60°SZA. The coefficient of determination between both functions ranges from 0.99 for a 10°S ZA to 0.97 for a 80°SZA. These observations indicate that at least for the visible wavelengths (CIE is defined as luminance) the difference between CS and QCS reflectance factors as defined in section 2.5 will be limited. Figure 4 shows the reflectance factor of a Spectralon whitepanel for different illumination conditions, calculated using Equation 5 with wavelength dependent skylight distributions (weighting factors) and fractions of direct irradiance simulated with SBDart. The target BRDF is derived from the correction factor for the non-Lambertian behavior of Spectralon material as established by [18] . The BRDF effects caused by a small cloud optical depth (COD = 1) compared to a clear sky (COD = 0), with a SZA fixed at either 30°(dashed and solid black lines) or 60°(dashed and solid grey lines) are below 1%. For high cloud thickness (COD = 100, equal for all SZAs), deviations from CS reflectance range from approximately 1% to more than 3%. For low solar azimuths (SZA = 30°), obscuration causes an underestimation of the panel CS reflectance factor, while for high solar azimuths, this effect reverses. It is thus expected that the use of a reference panel in DFOV spectroscopy will substantially contribute to BRDF effects if not corrected for. In the establishment of a time series over a span of several months, single FOV spectroscopy will also likely require corrections for reference panel BRDF unless a field protocol is adopted to measure under constant solar elevation. Whether the non-Lambertian nature of the reference panel will intensify or (partly) compensate BRDF effects of different targets will depend on the specific BRDF shape of those targets and more specifically on the dominant optical scattering process (geometric-optical or volume scattering) that determines this shape [21] . . 4 
Wavelength Dependency of Fraction of Diffuse Radiance and Weight Function
Impact of Reference Panel BRDF
. Effect of Fluctuations in COD and Irradiance During Scan Time
The normalization procedure developed in Section 2.5 relies on the measurement of total irradiance. When measuring under partly cloudy conditions, however, the optical depth of clouds obscuring the solar disk and corona and therefore also total irradiance can exhibit large fluctuations during a measurement scan. Measured total irradiance can be the result of either an almost constant illumination under intermediate cloud thickness or a mixture of high irradiance with unobscured and low irradiance with obscured conditions caused by a thick cloud layer. To assess the impact of varying illumination during a scan, effects were simulated of clouds moving before the solar disk during a short (10 s) time interval. For a 10 s scan, reflectances were calculated ranging from a clear sky (CS, COD = 0) to fully obscured sky (OS, COD = 100) for different mixture levels (α) ranging from 0% obscuration (of the scan time) to 100% obscuration. Since spectroradiometers collect radiance rather than reflectance, the result is a linear mixture of reflected radiances (L), but is non-linear with respect to reflectance factors (ρ): Figure 5 shows the results of simulations for different combinations of wavelengths, solar elevations and targets. The X-axis shows the relative total irradiance, scaled to the maximum value (CS conditions). The Y-axis shows the reflectance relative to CS conditions and thus equals the inverse of the normalization factor (nf ) to convert to CS conditions. Each simulation is shown as two curves forming a loop of which the thick line contains (from left to right) decreasing levels of COD and the thin line contains (from left to right) increasing fractions (α) of CS illumination. The difference between both lines is apparent for most simulations and presents a dilemma for applying a normalization based on total irradiance: if no instantaneous irradiance measurements but only the average irradiance is collected during a scan, it is not possible to discriminate scans with stable and intermediate levels of COD (between 1 and 10) from scans with strong fluctuations in COD. As a consequence the normalization factor can take any value between the upper and lower curve of a loop. A solution is restricting measurements to scans with assured stable illumination conditions (i.e., the outer edges where both curves converge) with either high (>10) or low (<1) values of COD, possibly in combination with a reduction of the scan time. The COD threshold values may change depending on target type and maximum BRDFinduced bias and values used here ascertain relative deviations on Citrus tree canopies to be below 5% (see Figure 5A ). This allows field measurement scans to be subdivided into "quasi clear sky scans" and "obscured sky scans", with a normalization applied only to the latter group. The relative flatness of the upper curves for CODs between 20 and 100 indicates an approximately constant normalization factor once cloud thickness (COD) reaches a certain level. Conversely, the steep slope of the curve for low COD values indicates that even thin (cirrus) clouds may trigger a substantial BRDF effect. The shape of the lower curves of the loops stresses the importance of stability of the illumination conditions during the scan time, as even a small mixture fraction of direct sunlight greatly impacts the relative reflectance. For most simulations, reflectance under obscured conditions is higher than under CS conditions (relative reflectance > 1). Only for tree canopies simulated with low solar elevation angles (middle figure, SZA = 60°) an inversion occurs. The BRDF shape of vegetation targets and, to a lesser extent, of rough soil surfaces (gravel) thus seems opposite to the BRDF effects of the whitepanel (Figure 4) . Hence the ratio of both radiances (Equation 5) will reinforce rather than compensate the overall BRDF effect.
The differences between the loops on the three figures show that each combination of target type and solar zenith angle requires a different wavelength-dependent normalization factor. For DFOV time series this implicates that for the same type of target, throughout a measurement season different normalization factors may need to be established.
Evaluating the Decomposition of the Target BRDF
The normalization strategy developed in Section 2.5 relies on the assumption that the BRDF of a target can be split into a target specific component independent of viewing and illumination geometry and a bidirectional component that describes the behavior of a group of targets, i.e., f tar ≈ ρ dh tar κ tar . A simulation was set up to evaluate the impact of this assumption on the performance of the normalization procedure. The evaluation was made for the Citrus tree canopy targets that showed the largest BRDF effects (Figure 5c ). Ten iterations were set up for solar zenith angles of 30°and 60°in which subsequently each of the ten calibrated Citrus trees was used as a reference to construct a normalization factor (nf ) as the ratio of reflectance with obscured sky (COD = 100) and clear sky (COD = 0). In each iteration the nf was used to normalize the obscured sky reflectances of the nine remaining trees to clear sky conditions. The performance of the procedure was expressed as the relative root mean square error (RRMSE) between true and normalized clear sky reflectance ( Figure 6 ). The results show that not correcting reflectance for BRDF effects results in substantial errors between 20% and 40% for solar elevations of 30°. At an elevation of 60°the uncorrected relative errors fall below 10%. Both results corresponds to Figure 5b . Applying the nf results in an improvement for the 30°SZA simulation and a smaller improvement (except between 1400 and 2000 nm) for the 60°SZA simulation. Normalized spectra consistently have an average RRMSE below 5%. This is comparatively low considering the large variations in canopy structure and leaf reflectance present in the Citrus tree dataset (see Section 3.2 and [27] ). Whether or not errors of this magnitude are acceptable will be application-dependent. Figure 7 shows, for four different measurement sets, the relative reflectance factor between 1,050 and 1,150 nm (around the peak NIR reflectance of vegetations) as a function of total irradiance. Reflectance factors for each figure were normalized to average reflectance under unobscured conditions. Irradiance values were normalized to the maximum total irradiance per measurement sets. Most of the points on the scatter-plots are grouped into two clusters (black dots): one for high irradiance (unobscured) and one for low irradiance ( For each measurement set a virtual model was constructed with a comparable canopy or soil structure and reflectance and simulated with PBRT (see Section 3.2) under an approximately equal illumination (solar elevation), for both clear and obscured conditions. For each simulation, a wavelength-dependent nf was derived using the procedure of Section 2.5. The nf s calculated for the same wavelength interval are drawn as horizontal dashed lines on Figure 7 . For an ideal agreement between simulated and measured datasets, these line should thus pass through the centers of the point clusters for obscured conditions. The simulated nf for tree canopies is overestimated, the nf s for the grass sods under high and low solar elevations show good agreement with the measurements and the nf for the gravel surface is underestimated. Similar results were obtained for other wavelengths (results not shown here). In general both simulated and measured datasets show a similar behavior of relative reflectance as a function of relative irradiance, although the magnitude of the effects are not always equal. It can be concluded that relative differences in reflectance factor related to differences in illumination are well explained and described by the theory presented in Sections 2.4 and 2.5. The use of synthetic nf s to correct DFOV measurements can however be questioned.
Interpretation of Measured BRDF Effects
Data-Driven Normalization
The alternative to synthetic nf s is a data-driven approach in which an nf is obtained from a reference target with equal solar elevation and varying grades of cloud cover. A nf derived from a DFOV dataset of measured Citrus tree canopy reflectance (black solid line) was subsequently applied to normalize a second DFOV dataset of different Citrus trees (same variety and phenology) with comparable structure, measured under similar illumination conditions (difference in average SZA below 4°). Figure 9 compares measured reflectance under obscured conditions (grey lines) to the average unobscured reflectance factor (black line) for both original uncorrected and normalized data. The normalized results show a better fit over the entire spectrum although the normalized reflectance still shows a small overestimation in the NIR. Figure 10 shows the RRMSE of the cloud obscured data compared to the unobscured data. Without normalization, relative errors range between 10% and 20%. After normalization, relative errors fall below 6% up to 1,800 nm, but reach values up to 10% for higher wavelengths. As compared to the simulations of Figure 6 , the magnitude of the errors is comparable up to 1,800 nm. To separate BRDFrelated bias from noise (which is not present in the simulations), the RRMSE of the average of the normalized measurements is also plotted. In this average spectrum the noise term is reduced by a factor of 4.1 (17 scans) so that it represents an upper bound to BRDF-related bias. The low values between 1,500 and 2,500 nm indicate that for the individual normalized scans (solid black line), the increased RRMSE beyond 1800 nm is no bias, but caused by a low SNR (see Figure 1 ) related to severely reduced irradiance. As a second reference the relative standard deviation of the unobscured (reference) measurements is plotted on Figure 10 , which is consistently below 4%. It reflects the error term under quasi clear sky conditions and is attributed to electronic sensor noise, small target changes (wind) or BRDF effects due to small changes in illumination (AOD) or solar elevation during a measurement set [4] . For vicarious calibration, normalization to (quasi) clear sky conditions as presented here is still required. The construction of time series in field spectroscopy on the other hand can benefit from a normalization to standardized illumination conditions to separate BRDF effects due to illumination conditions (solar elevation) from changes in target reflectance, e.g., due to vegetation physiology. The same approach can therefore inverted to normalize to reflectance with a homogeneous cloud obscured sky. When the COD is sufficiently high (>5), for all wavelengths in the 400-2,500 nm region, almost all the incident light is diffuse (γ dir ≈ 0) and the weight function is almost constant (see Section 4.2) and approximately isotropic [20, 37] . The reflectance factor measured under overcast conditions will therefore offer an approximation of hemispherical-directional reflectance (ρ hd ) with nadir viewing angle or directional-hemispherical reflectance (ρ hd , or black-sky albedo) with zenith illumination according to the Helmholtz reciprocity principle.
Conclusions
The impact of reduced irradiance caused by cloud cover on the SNR of the measured reflectance factor was quantified. Results suggest that data quality standards (minimal SNR) can be converted into instrument and wavelength specific lower bounds for illumination conditions (spectral irradiance) under which DFOV spectroscopy can be deployed.
BRDF effects in DFOV measurements could be modeled and described using synthetic data in a ray tracing environment. Solar elevation, wavelength and target type (structural composition) were found to be the determinant factors affecting differences between reflectance factors under obscured and unobscured conditions, while the reference panel BRDF will often reinforce this effect.
A data-driven normalization procedure and its underlying assumption (decomposition of the BRDF into a target specific isotropic and a group specific bidirectional component) were evaluated on both synthetic and real datasets. Results indicate that most of the bias in cloud obscured measurements can be removed by applying a normalization factor obtained by from a representative target under equal illumination conditions, without the need to obtain an exact description of the bidirectional component of the target BRDF (κ tar ). Field protocols should avoid or remove measurements that include large irradiance fluctuations during scan time as well as measurements made with intermediate COD values corresponding to intermediate irradiance levels. Threshold values depend on the acceptable bias. Normalized spectra show low relative errors up to 1,800 nm, but at higher wavelengths, an increase in relative error was attributed to a reduced SNR. For DFOV applications requiring the full 350-2,500 nm spectrum, a larger number of scans per individual target may be required to lower the noise level. The inclusion of a BRDF normalization, in addition to an intercalibration factor shows good promise to deploy DFOV spectroscopy for physiological monitoring applications in mid-latitude climate regions where a dominance of partly cloudy and overcast skies can prevent establishment of clear sky time series. The low relative errors obtained by this combined normalization (on average 5% below 1,800 nm) may meet the requirements of physiological investigations that require the detection of trends in specific zones of the spectrum.
Prior to implementation, more testing is required under a broader range of illumination conditions with different cloud types and different targets. In addition, this method can be tested in inverse mode to normalize reflectance under standardized overcast illumination conditions that are largely independent of solar elevation. This would be advantageous for the separation of physiological changes from BRDF effects in seasonal time series of vegetated targets. L dif (θ,ϕ) dϕ, multiplying by
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and expanding the denominator as a radiometric integral so that:
This equation takes the shape of a weighted average with a weight function w defined as w(θ | i) = L dif (θ) cos θ sin θ. The same conversion can be applied to the reference radiance so that the measured reflectance can be written as Equation 5 .
